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Stent is a wire mesh tube placed in an artery to support and prevent artery 
from reclosing. Stent commonly made from Nitinol is well known for its shape 
memory property. It is widely used in medical application. However, there are 
several problems related to stent implantation. One of the most common problems is 
stent migration. The main objective of this project was to propose a new stent design 
to overcome this problem. This project involved analysis of three different stent 
design; the generic models and the proposed new design using Finite Element 
Method (FEM). The applied pressure was lOOmmHg on the inner surface of the stent 
corresponding to the mean value of blood flow rates respectively. It had been found 
from the simulation that, the value of the maximum and minimum Von Mises stress 
for design 1 obtained were 1.55xl04N/m2 and 2.92x103N/m2 respectively. For second 
stent design, maximum and minimum Von Mises stress value obtains were 
1.30xl04N/m2 and 3.70x103N/m2 respectively. For proposed new stent design, 
maximum value Von Mises stress obtained was 1.52x104N/m2 while minimum Von 
Mises stress obtained was 3.94x10 N/m . 
in 
Table Of Contents 
TABLE OF CONTENTS 
CONTENTS PAGE 
PAGE TITLES i 
ACKNOWLEDGEMENT ii 
ABSTRACT iii 
TABLE OF CONTENTS iv 
LIST OF TABLES vii 
LIST OF FIGURES viii 
CHAPTER 1 INTRODUCTION 
1.1 Introduction 1 
1.2 Project Objectives 2 
1.3 Problem Statement 2 
1.4 Scope of Project 2 
1.5 Significant of Study 3 
1.6 Methodology 3 
CHAPTER 2 LITERATURE REVIEW 
2.1 Stent 4 
2.11 Types of Stents 5 
IV 
